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500 BED FLEET HOSPITAL

STANDARD OPERATING PROCEDURE

CENTRAL STERILE REPROCESSING DIVISION

A. MISSION:  Provide required sterile supplies to the operating room suite
and other patient care areas.

B. FUNCTIONS:

    1. Collection of contaminated equipment/supplies/linens.

    2. Cleaning/decontamination.

    3. Sterile reprocessing.

    4. Sterile storage.

    5. Reissue of equipment and supplies.

C. PHYSICAL DESCRIPTION:

1. C.S.R.

(a) Location within complex: 

(b) Sheltering.

Type: Hardwall Shelters and TEMPER Tents.

Quantity: Two 2:1 ISO Shelters and eleven Temper
Sections, shared with OR.
CSR 1 ISO = Decontamination
CSR 2 ISO = Wrapping
Temper Tent = Autoclaving

(c) Material.

IOL: 0020,0021,0023,0024,CRXA-B,CS1A-B,
CS2A-B, CS3A-B

2. Support C.S.R.

(a) Location within complex:  

(b) Sheltering.

Type: Hardwall Shelters and TEMPER Tents.

Quantity: One 2:1 ISO Shelter.
         
(c) Material.

IOL: 0020,0021,0023,0024,CRXA-B,CS1A-B,
CS2A-B, CS3A-B

D. SPECIAL CONSIDERATIONS:

1. There is limited sterilizing capability.

(a) Six field sterilizers (16" diameter by 36" long) are located in
temper tent behind the operating room.
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(b) One sterilizer in the lab to support laboratory requirements.

(c) One still in CSR Support Module to produce distilled water.

2. All sterilizers are steam-fired, field-types that operate on
electricity or fossil fuel burners.

3. Each CSR Module serves a designated purpose.

(a) CSR Module 1 is for decontamination for operating room.

(b) CSR Module 2 is for wrapping instruments for the operating
room.

(c) CSR Support Module supports all other hospital areas.

4. The ultrasonic cleaner is reserved for cleaning small delicate
instruments and secondarily for other types of instruments.

5. Priorities for use of distilled water are:

(a) Primary - Irrigation fluids for patients and rinse water for
ultrasonic cleaner.

(b) Secondary - Feed water for sterilizers.

6. Movement of supplies.

(a) All contaminated used OR instruments will be taken to
decontamination CSR Module by OR Tech.

(b) All supplies for other hospital areas will be delivered and
picked up by the using department.

7. CSR is responsible for:

(a) Sterilizing all trays, towels, linens.

(b) Cleaning portable suction machines and installing tubing.

(c) Storing sterile supplies for the OR in the Operating Room
Support Area.  Other sterile supplies will be stored in using areas.

E. WORKLOAD:  CSR will be operational 24 hours/day.

1. Factors influencing workload.

(a) OR case load.

(1) Steady State  -  54 cases/day

(2) Peak State    - 80 cases/day

b Patient census.

c  Number of minor OR/special procedures required.

d  Fluid use.

2. Normal recycling time.

All items will be resterilized for use in 24 hours or less.
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3. Inventory levels to be maintained:

(a) Two-day inventory of assembled sterile trays, towels, and linens
for steady state (108 cases).

(b) One day inventory of assembled unsterile trays, towels, and
linens.

(c) One day inventory of supplies.

F.   ORGANIZATION:

1. Responsibility.  Supervisor of Central Sterile Reprocessing Division
who reports to Head, Material Management Department, is assigned overall
management responsibility.  The Division is divided into two Branches, two CSR
Modules and one CSR Support Module.

2. Organizational chart.

OR Supervisor

CSR Charge Nurse SK CLERK

CSR NURSE

CSR Module One CSR Module Two CSR Support Module
Decontamination HM  Decontamination HM Collection/Reissue HM
OR Tech  OR Tech Decontamination HM

Sterile Proc. Tech

OR Collection/Reissue HM

=  Direct Relationship

--- = Liaison with Department

3. Staffing.

(a) Criteria.

(1) Ratio - 3 staff per CSR Module per watch.

(2) Special qualifications of personnel.

a  CSR Supervisor must be an OR Nurse.

b  Sterile Processing Techs.

An OR Tech must be assigned each watch.

c  All permanent CSR staff should be cross-trained in
each functional area.

(b) Pattern:  Two 12 hour watches.
Total

AM Watch Night Watch Assigned

CSR Supervisor (OR Nurse) 2 1 3
Supply Clerk (SK)  1 1 2
OR Tech 1 1 2
Dental Tech 1 1 2
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Hospital Corpsman 7 6 13

4. Assignments by billet sequence number:  See TAB A, page 20.

5. Watch bill:  See TAB B, page 21.
6. Special watches:  N/A.

G.  TASKS:

Tasks Methods

1. COLLECT/RECEIVE 1.1 All contaminated items to be resterilized
 CONTAMINATED ITEMS will be sent to CSR.  Procedures will vary

according to the source of the
item and are as follows:

1.1.A Operating Room contaminated items.

- OR Techs/HMs will take all used
contaminated items from the OR to
Decontamination CSR.

- Label and set aside damaged items on
wire cart to be handled IAW the SOP
for repair procedures, TAB C-1.

- Rinse instruments with cold water.

1.1.B Contaminated items from other hospital
areas.

- The using department will take items
from other hospital areas to the CSR
Support Module.

- The Collection/Reissue HM in the CSR
Support Module will receive all items.

- Pull Custody Card/Inventory Lists
for instrument trays loaned from CSR
to other hospital areas.

- Jointly inventory the tray with
person returning the tray/equipment.

-- Note any missing items.

-- Record and set aside any damaged
item IAW the SOP for repair
procedures, TAB C-1.

-- Both persons will sign the Custody
Card / Inventory List.

1.2 Separation of contaminated items.

1.2.A Further separate all items using wire
carts.

- Place sharp instruments together.

- Bag and label linens to be sent to
the laundry.
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- Dispose of used needles, syringes,
and blades IAW SOP on sharp item
precautions, TAB C-2.

- Place trash in waste receptacle.

- Place minor equipment to be cleaned
and tested in a separate cart outside
CSR Modules.  Examples of equipment
are: K-pads,  humidifiers, suction
machines.

2.  CLEAN CONTAMINATED 2.1 Using work table and the sink area of the
    ITEMS Decontamination CSR Module, the

Decontamination HM prepares the items for
cleaning.  Steps include sorting, soaking,
washing, rinsing, and drying.

2.1.A Sorting.

- Segregate small / delicate
instruments from larger instruments.

- Segregate rubber products (tubing,
gloves).

2.1.B Soaking.

- Scrub all items and then soak in the
soak tank using a germicidal
disinfectant prior to final cleaning.

- Disassemble instruments as needed.

- Follow the germicidal guidelines for
the proper solution, strength and time
of exposure.

- Soak all items for a minimum of 15
minutes.

- Change the soaking solution after
every 5 surgical trays.  Must clean
soak tank before refilling.

2.1.C Washing.

- Wash small, delicate instruments IAW
the SOP on ultrasonic cleaner,
TAB C-3.

- Wash minor CSR equipment IAW the SOP
"Maintenance and Cleaning of CSR
Equipment", TAB C-4.

- For all other equipment and
supplies:

-- Use low-sudsing, free rinsing
detergent with a pH of 7.0-8.5 for
cleaning.  Follow the directions on
the container for proper mixing.
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-- Put the detergent solution in a
basin and change after every 5 major
trays.

2.1.D Rinsing.

- Rinse cleaned items in two
successive baths of water.

- Use distilled water to rinse
instruments after ultrasonic cleaning
to prevent corrosion.

2.1.E Drying.

- Allow all items to air dry.  Spread
out instruments on towel like surface.
 Hand dry basin like devises.  Place
items on clean trays on wire carts
ready for repackaging.

2.2 Autoclaving of equipment: Due to limited
autoclave capability, terminal sterilization
of instruments prior to packaging is nearly
impossible.  However, autoclaving is the
method of choice for initial
decontamination.

3.PROCESS STERILE 3.1 Clean the workspace at the beginning of
  ITEMS watch by wiping down worktables and shelves

with 70% alcohol.

3.2 Prepare items for sterilizing.

3.2.A Assemble all equipment, supplies, and
linens needed for packaging and
sterilizing.

- Use fresh laundered linen that will
be delivered daily by laundry
personnel and stored in each packaging
CSR Module on a wire cart near the
autoclaves.

- Obtain assembly cards for individual
instrument sets.  See enclosure A.

- Obtain sterilizer supplies.

- Metal perforated trays.

- Wrappers - Muslin linen, double
thickness, 140 thread count.

- Linens, assorted sizes.

- Gauze - 2x2 and 4x4 sizes.

- Chemical indicator strips.

- Pressure sensitive autoclave
indicator tape.
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- Autoclave daily record sheet.

- Label gun.

- Roll of plastic for dust covers.

3.2.B Preliminary preparation of items for
trays:

- Prepare rubber goods IAW SOP on
"Rubber Goods" TAB C-5.

- Prepare linens IAW assembly cards
for instrument trays.  Group together
linens to be included in a set.

- Prepare needles in packs IAW
assembly cards. Needles must be strung
on a fabric strip, needle rack, or
sponge.  They may also be placed in an
envelope or construction tube to
preclude point-puncturing the wrapper.

- Prepare sponge packs IAW assembly
cards.  Count sponges and group by
size.  Never mix radio-opaque sponges
with unmarked sponges.  Place
component items together and hold in
place with the initial wrapper.

3.2.C Assemble instrument trays IAW the SOP
on "Instrument Tray Assembly",
TAB C-6.

3.2.D Package linens and trays IAW the SOP
on "Packaging", TAB C-7.

3.3 Prepare the sterilization load records.  All
items must be carefully labeled and records
maintained to rapidly identify contaminated
packages in the event of sterilizer
malfunction.

3.3.A Prepare a label for each item to be
sterilized in a load.

- Use a label gun, if available.

- Label format.

-- First line: First 3 digits =
Julienne date, next digit = sterilizer
number, last 2  digits = cycle numbers

-- Second line:  Expiration date -
month, day, year.

- Affix label to each package in a
load.

-- Place peel pack label on plastic
side of package.
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-- Place all other labels on autoclave
tape on outer package.

3.3.B Prepare a label for autoclave daily
record and place in proper location
for labels on form.

3.3.C Record on Autoclave Daily Record.

- Under contents of load:

-- List contents of each load, i.e.
gowns, linen packs, instruments, R.T.
tubing, etc.

- Under department column:

-- Indicate department to which the
contents belong.

3.4. Sterilize items.

3.4.A Run autoclave test load in each
autoclave IAW the SOP on "Monitoring
Steam Sterilizers", TAB C-8.

- Specifically the CSR Sterile
Processing Tech will:

-- Conduct a biological spore test
weekly of each autoclave in first load
on a.m. watch.

-- Run a test load with two biological
spore capsules and one chemical strip
in package.

- Record all results in CSR Sterilizer
Log and on the Autoclave Daily Record.

- Report any malfunctions, abnormal
chemical indicator results or positive
spore tests, immediately, to the CSR
Supervisor and follow the SOP on
"Monitoring Steam Sterilizers", TAB C-
8, for further actions.

- If test load is acceptable, prepare
autoclave for sterilizing.

3.4.B Load autoclave IAW the SOP, "Loading
of Autoclave", TAB C-9.

3.4.C Operate the autoclave IAW the
Instruction Manual For Field
Sterilizer Model 6530-00-926-2151. The
operating manual will be located in
each CSR Module next to the
sterilizers.
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Special Notes:

- Fill jacket with water (distilled water
preferred).  Check water gauge before every
cycle and fill water level to at least the
1/4 mark.

- Check jacket steam pressure.

-- 250 degrees F requires 18-20 psi.

-- 270 degrees F requires 27-32 psi.

- Preheat 10-15 minutes to allow pressure to
stabilize.

- Autoclave cannot be operated until door
has been properly secured.

- Allow chamber to fill with steam and build
to desired pressure.  When desired chamber
temperature is attained, begin timing the
exposure period.

Standard Exposure Times:

- 10 minutes at 270 degrees F or higher for
equipment/instrument tray loads.

- 30 minutes at 250 degrees F for fabric and
solution loads.

- 3 minutes at 270 degrees F to flash clave
a single instrument for an emergency.

- At end of exposure period turn operating
valve to:

-- "Fast Exhaust" for fabric or
instrument loads.

-- "Slow exhaust" for solution loads.

- When the pressure gauge reads zero, the
cycle is complete.  Open the door 6 inches
to vent the steam.

- Allow contents to cool for 15 minutes
before removing to reduce the possibility of
condensation in sterile packs.

3.5 Make entries in Autoclave Daily Record.

3.5.A At time sterilization process began
log and initial:

- Time.

- Temperature.

- Pressure reading.

3.5.B At time sterilization process ended
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log and initial:

- Time.

- Total length of sterilization 

- Temperature.

- Pressure.

- Unsatisfactory autoclave tape
reading.

4.  STORE STERILIZED 4.1 Cool and dry items from autoclave
    ITEMS

4.1.A Remove items from autoclave and air
dry on wire carts near autoclave.

4.1.B Open test pack and read indicators.

- Record the chemical indicator strip
result in the CSR Sterilization Log.

- Place the chemical indicator strip
on the Autoclave daily record.

- Deliver the biological capsule from
the test load to the lab for
incubating.  Preliminary results will
be available in 24 hours and final
results in two days.

4.2 Place dust covers on sterile packages that
are likely to be on the shelf twenty-eight
days or longer.

4.2.A Use worktable 18C in CSR Module for
processing.

4.2.B Cut off enough plastic from the roll
to adequately cover the package.

4.2.C Seal ends of plastic wrap with a heat
sealer.

4.2.D Place label on dust cover with
expiration date 6 months from
processing date.

4.3 Place completed packages on worktable 18C to
be reissued.

5.  REISSUE STERILIZED 5.1 Reissue procedures for sterile supplies will
    ITEMS vary for the Operating Room and other

Hospital areas as follows:

5.1.A Operating Room sterile supplies:

- The CSR collection HM will place all
sterile items on clean storage wire
carts in the Operating Room support
space.
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- The carts will be labeled "OR 1" and
"OR 2 Sterile Supplies".

- Place items on left side of shelf
with oldest item in front.

5.1.B Other sterile supplies.

- The collection/reissue HM in the CSR
Support Module will issue sterile
items and obtain receipt for same.

- Sterile items will be stored in the
using departments.

6. CHEMICALLY DISINFECT SPECIAL ITEMS Chemically disinfect items when
They cannot undergo steam
autoclaving.

6.1 Perform chemical disinfection IAW the
SOP "Cold Chemical High Level
disinfection", TAB C-10.

7.  MAINTAIN AUTOCLAVES/ MINOR EQUIPMENT Routinely conduct maintenance
checks of CSR equipment.

7.1 Monitor autoclaves IAW the SOP "Monitoring
Steam Sterilizers",

TAB C-8.

7.2 Maintain and clean CSR minor equipment IAW
the SOP "Maintenance and Cleaning of CSR
Equipment", TAB C-4.

7.3 CSR Supply HM will maintain the maintenance
log books.

8.  PERFORM HOUSEKEEPING DUTIES Perform daily and weekly disinfection
and cleaning duties IAW the guidelines
"CSR Cleaning Schedule", TAB E-5

8.1 Personnel assigned to each CSR Module will
clean the module.

8.2 CSR Collection HM will clean the Operating
Room support space.

8.3 The CSR Supply Clerk will order the cleaning
supplies and keep the CSR clean, storage
areas orderly.

9.  MAINTAIN INSTRUMENT ASSEMBLY CARDS TRAY Maintain instrument tray
assembly cards lists in
each CSR Module.

9.1 Review the list of items quarterly to insure
that proper instruments/ supplies are
included.

9.1.A CSR Supervisor reviews assembly cards
with Medical Corps specialist for a
particular
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tray.

9.1.B Changes to instrument trays must be
approved by the Chief of Surgery.

9.2 CSR Supervisor immediately revises the
assembly cards whenever an item is recalled.

9.2.A Notifies user of instrument tray about
the recall of an item.

10.  MAINTAIN CSR SUPPLIES Provide sufficient quantities of supplies/
linens in CSR to process sterile packs
without interruption.

10.1. CSR Supply Clerk is responsible for:

    10.1.A Ordering supplies.

- Order linens from Laundry Department
Form #FHCZ 1301, Request for Clean
Linen/Laundry.

- Order medical / administration
supplies from Materials Management
Department on Form #FHCZ 1001, Daily
Conreq for HVMC Items.

- Order non-stock items directly from
Material Management Department on form
#DD-1348-6, Non-NSN Requisition.

10.2 CSR Supply Clerk will:

    10.2.A Replace defective instruments/items
for instrument trays.

- Restock items from storage cart
within Operating Room Support Space.

    10.2.B Restock sterile supplies to the left
on storage shelves so that oldest item
is used first thus minimizing
reprocessing of outdated packages.

11.  RECALL CSR SUPPLIES IN SPECIAL CIRCUMSTANCES CSR items will be
recalled if there is a positive spore test autoclave, expiration
date has passed, or a product recall is ordered.

11.1. Recall items resulting from a positive spore
test or expiration IAW the SOP "Recall of
Sterile Items", TAB C-11.

11.2. Recall products IAW the SOP "Recall of
Products".

H.  STANDARD OPERATING PROCEDURES: See TAB C, page 22.

I.  CLINICAL POLICIES/GUIDELINES: See TAB D, page 59.

J.  STANDARDS AND JOB DESCRIPTIONS: See TAB E, page 67.

K.  DOCUMENTATION:
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    1.  References See TAB F, page 83.

    2.  Forms See TAB G, page 84.
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TAB A

ASSIGNMENTS BY BILLET SEQUENCE NUMBER

Division: CENTRAL STERILE RESUPPLY

Designator/ Rank/ Watch
Billet Number Title Spec. Code        Rate  Section

1. Nurse Corps.

33093 CSR Supervisor 2900/0932 0-3 1*
33089 OR Nurse  2900/0932 0-2 2**
33091 OR Nurse 2900/0932 0-2 1

2. Enlisted Billets.

31019 Leading Corpsman 0000/HM E-7 *
33029 Senior Corpsman/ 0000/HM E-5 2

OR Tech
33031 OR Tech/CSR Tech 0000/HM E-5 1
65087 Dental Tech/CSR Tech 0000/DT E-3 1
65089 Dental Tech/CSR Tech 0000/DT E-3 2
19185 Supply Clerk 0000/SK   E-4    1
19209 Supply Clerk 0000/SK   E-3    2
31059 General Duty HM 0000/HM   E-4    1
31063 General Duty HM 0000/HM   E-4    1
31067 General Duty HM 0000/HM    E-4    2
31069 General Duty HM 0000/HM    E-4    2
31102 General Duty HM 0000/HM    E-3    1
31103 General Duty HM 0000/HM    E-3    1
31104 General Duty HM 0000/HM    E-3    1
31105 General Duty HM 0000/HM    E-3    2
31106 General Duty HM 0000/HM    E-3    2
31107 General Duty HM 0000/HM    E-3    2
31367 General Duty HM 0000/HM    E-3    1
31369 General Duty HM 0000/HM    E-3    2
33073 OR Tech 0000/HM    E-4    1
33079 OR Tech 0000/HM    E-4    2

* NOTE 1. Permanent AM watchstander.

** NOTE 2. PM Watch Nurse is Junior OR Nurse on duty.  This OR
nurse rotates to CSR and is not permanently assigned.
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TAB B

WATCH BILL FOR CENTRAL STERILE REPROCESSING

1.  Central Sterile Reprocessing Division.

Nurse Corps   M  T  W  T  F  S  S  M  T  W  T  F  S  S  M  T  W  T  F  S  S
33093   A  A  A  A  A  A  E  A  A  A  A  A  A  A  E  A  A  A  A  A  A
33089   N  N  N  N  N  N  D  N  N  N  N  N  N  N  D  N  N  N  N  N  N
33091   A  A  A  A  A  A  E  A  A  A  A  A  A  A  E  A  A  A  A  A  A

2.  Supply Techs.

19185   A  A  A  A  E  D  A  A  A  A  A  A  E  D  N  N  N  N  N  N  E
19209   N  N  N  N  D  E  N  N  N  N  N  N  D  E  A  A  A  A  A  A  E

3.  Autoclaving.

31102   A  A  A  A  A  A  D  E  A  A  A  A  A  A  A  E  N  N  N  N  D
31104   N  N  N  N  N  N  E  D  N  N  N  N  N  N  E  D  A  A  A  A  A

4.  CSR Decontamination Module.

31059   A  E  D  A  A  A  A  A  A  E  D  A  A  A  A  A  A  E  D  N  N
31105   N  D  E  N  N  N  N  N  N  D  E  N  N  N  N  N  N  D  E  A  A
33029   A  A  A  E  D  A  A  A  A  A  A  E  D  N  N  N  N  N  N  E  D
33073   N  N  N  D  E  N  N  N  N  N  N  D  E  A  A  A  A  A  A  D  E
31367   A  A  A  A  A  E  D  A  A  A  A  A  A  E  D  N  N  N  N  N  E
31369   N  N  N  N  N  D  E  N  N  N  N  N  N  D  E  A  A  A  A  A  E

5.  CSR Wrapping Module.

31063   A  A  A  A  A  E  D  A  A  A  A  A  A  E  D  N  N  N  N  N  N
31106   N  N  N  N  N  D  E  N  N  N  N  N  N  D  E  A  A  A  A  A  A
33031   A  A  A  A  A  A  A  D  E  A  A  A  A  A  A  D  E  N  N  N  N
33079   N  N  N  N  N  N  N  E  D  N  N  N  N  N  N  E  D  A  A  A  A

6.  CSR Support Module.

31103   A  D  E  A  A  A  A  A  A  D  E  A  A  A  A  A  A  D  E  N  N
31107   N  E  D  N  N  N  N  N  N  E  D  N  N  N  N  N  N  E  D  A  A
31067   A  A  A  D  E  A  A  A  A  A  A  D  E  N  N  N  N  N  N  D  E
31069   N  N  N  E  D  N  N  N  N  N  N  E  D  A  A  A  A  A  A  E  D
65087   A  A  A  A  A  D  E  A  A  A  A  A  A  D  E  N  N  N  N  N  N
65089   N  N  N  N  N  E  D  N  N  N  N  N  N  E  D  A  A  A  A  A  A
 

KEY:

A  =  AM watch (0700-1900) E  =  Excused
N  =  Night watch (1900-0700) D  =  Duty

*Junior OR Nurse on duty will cover Central Sterile Reprocessing on night Shift.
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TAB C

STANDARD OPERATING PROCEDURES INDEX

NUMBER TITLE PAGE

C-1 CSR Repair Procedures  23

C-2 Sharp Item Precautions  27

C-3 Ultrasonic Cleaner  29

C-4 Maintenance and Cleaning of CSR Equipment 31

C-5 Rubber Goods  33

C-6 Instrument Tray Assembly  34

C-7 Packaging  38

C-8 Monitoring Steam Sterilizers  42

C-9 Loading A Steam Autoclave  48

C-10 Cold Chemical Sterilization  50

C-11 Recall of Sterile Items  52

C-12 Recall of Products  54

C-13 Procedure for Pick-up and Delivery  56
of Hospital Laundry

C-14 Procedure for Handling and Laundering
Contaminated Linens  57
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TAB C-1

CSR REPAIR PROCEDURES

A.  PURPOSE:  To facilitate the inspection and repair of medical equipment and
facilities.

B.  DEFINITION: N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Labels/tags.

    2.  Medical/Dental Maintenance Order, NAVMED 6700/4.

    3.  Custody cards.

    4.  CSR Equipment Materials Log.

    5.  Sterilizer Maintenance Log.

    6.  Wire cart.

    7.  Metal trays.

D.  CRITERIA:

    1.  Medical Repair will inspect an autoclave within one hour of receipt of
notification of malfunction.

    2.  Autoclaves gauges will be calibrated at least annually.

    3.  Instruments/equipment sent to Medical Repair will be clean/
decontaminated.

    4.  If necessary, CSR Collection HM will make rounds to Medical Repair twice
during the A.M. watch and once at the end of the night watch to deliver and pick
up equipment.

    5.  Minor equipment will be inspected and repaired within 48 hours if all
repair parts are available.

E.  STEPS:

    1.  General repair of defective items.

        (a) CSR Decontamination HM will:

            (1) Clean/disinfect all CSR items/minor equipment.

            (2) Inspect all items for defects.

            (3) Place defective items within CSR Modules on tray/shelf of wire
cart labeled for Medical Repair.

            (4) Tag minor equipment outside CSR module for Medical Repair.

            (5) Record defective item on custody card/inventory list.

        (b) CSR Collection HM will:

            (1) Collect defective items on rounds at least twice on A.M. watch
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and once on night watch.

            (2) Log items in CSR Equipment/Materials Log maintained by CSR
Supply Clerk in Operating Room support space.

                a  Log entry will include name of item, control number, nature
of problem, date turned in, using department, and initials.

            (3) Complete a Medical Repair Work Order (NAVMED 6700/4) for each
item.

                a  Include the following information:

nature of problem.

location.

            (4) Deliver defective items/minor equipment to Medical Repair
division with work order retaining one copy for general files.

            (5) Pick up repaired CSR items/minor equipment.

            (6) Log items in CSR Equipment/Materials Log with CSR Supply Clerk.

                a  Log entry should include date returned, reason not repaired
if unable to repair, and initials.

            (7) Deliver repaired items to appropriate CSR Module for
resterilization.

    2.  Maintenance/repair of autoclaves.

        (a) CSR Supply clerk performs routine maintenance checks of autoclaves.

            (1) Monitors that entries were made in Sterilizer Logs for 6 month
gauge calibration checks.

            (2) Monitors that entries were made in Sterilizer Logs for quarterly
maintenance inspections.

   (b) Emergency repair of steam autoclaves.

            (1) The CSR Supply Clerk must notify Medical Repair and the CSR
Supervisor of all autoclave malfunctions immediately.  Call Medical Repair and
describe the problem.

            (2) He must note the following in the CSR Daily Log:

                a  Sterilizer number and problem.

                b  Time/date Medical Repair Department was called.

                c  Time/date Medical Repair Department responded to call.

                d  Time/date sterilizer was fully operational.

    3.  Repair of non-medical items.

        (a) Emergency repair.

            (1) Call Public Works and provide the following:

                a  Nature of problem.
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                b  Location.

                c  Point of contact.

            (2) Make appropriate Departmental Log entry.  Include work order
number.

        (b) Routine repair.

            (1) Prepare NAVMED 6700/4 in duplicate for each defective item.

            (2) Deliver original to Public Works; retain copy in general files.

F.  RESPONSIBILITY:

    1.  CSR Supply Clerk for all log entries.

    2.  CSR Collection HM for pick up/delivery of CSR equipment.
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TAB C-2

SHARP ITEM PRECAUTIONS

A.  PURPOSE:  To dispose of used needles and knife blades in a safe manner.  To
prevent injury and potential risk of contacting hepatitis, syphilis, malaria,
aspergillosis, or aids.

B.  DEFINITION:  N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Needle rack.

    2.  Perforated stainless steel box.

    3.  Needle holder.

D.  CRITERIA:

    1.  Needles are never discarded loose in trash receptacles.

    2.  Knife blades are always removed from handles before reprocessing is
done.

    3.  Sharp objects must be enclosed and secured so they cannot perforate the
receptacle.

E.  STEPS:

    1.  Upon completion of surgical case, the Surgical Tech will:

        (a) Separate sharp objects from other instruments.

        (b) Remove knife blades from handles.

            (1) Point the blade toward table away from self.

            (2) Remove blades with a needle holder, never use fingers.

            (3) Place used blades in a non-penetrable box. 

        (c) Place reusable surgical needles, either on needle rack or loose,
into a perforated stainless steel box.

        (d) Dispose of needles in a needle-destruction unit.

    2.  CSR Decontamination Technician will:

        (a) Remove any blades/needles from non-operating room departments in the
same manner as the Surgical Technician.

        (b) Run reusable needles, placed in a perforated stainless steel box
through the washer-sterilizer.

    3.  CSR Collection HM will:

        (a) Collect needle destruction units every watch and empty contents into
a firm, self-closing box with padded adhesive tape to secure the opening.

        (b) Collect the firm, self-closing boxes located in operating room
support space that contain used knife blades.
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        (c) Take the sealed, labelled contaminated boxes to Environmental Health
Department for final disposition.

    4.  If accidently puncture/cut finger with contaminated needle/knife blade,
do the following:

        (a) Notify area supervisor.

        (b) Report to Specialty Treatment Area for first aid.

        (c) Complete an incident report on NAVMED 6010/14 form.

F. RESPONSIBILITY:

    1.  OR Technicians.

    2.  CSR Technicians.

    3.  Environmental Health Department.
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TAB C-3

ULTRASONIC CLEANER

A.  PURPOSE:  To clean delicate instruments or instruments with small parts that
cannot be adequately cleaned using detergent and a scrub-brush.

B.  DEFINITION:  Ultrasonic cleaning is a technique in which high frequency
sounds are converted into mechanical vibrations which loosen debris from
crevices and cracks.  The high frequency energy causes microscopic bubbles to
form on the surface of the instrument, minute vacuums to be created, and as they
explode, debris to be drawn out.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Ultrasonic cleaner.

    2.  Detergent, sonic.

    3.  Water soluble lubricant.

    4.  Milk bath tray.

    5.  Linens.

D.  CRITERIA:

    An ultrasonic cleaner will remove approximately 90% of debris.

E.  STEPS:

    1.  Decontaminate instruments before cleaning.  Use a soft brush and
germicidal detergent to clean rachets, serrations and box locks.  Do not scratch
the finish or crack the instrument.

    2.  Place instruments in wire basket or instrument tray for ultrasonic
cleaner.

    3.  Prepare the ultrasonic cleaner.

        (a) Turn unit on.

        (b) Set temperature between 80 and 110 degrees F.

        (c) Fill with a germicidal detergent that is low-sudsing, free rinsing,
and low alkaline.  Follow label dilution instructions.

        (d) Follow the procedures contained in the Operating Manual for:

            (1) Amount of detergent needed.

            (2) Length of cleaning cycle.

            (3) Maintenance/cleaning of machine.

        (e) At the beginning of the A.M. watch, run the ultrasonic cleaner
through one complete cycle before loading with instruments.  This will remove
any gases that may have formed in the cleaning solution.  Gasses will reduce
sonic energy and reduce cleaning.

        (f) Completely immerse the wire basket/instrument tray in the sonic
solution.
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    4.  Run the ultrasonic cleaner through a complete cycle.

    5.  Rinse instruments thoroughly with distilled water.  Tap water will cause
the instruments to rust and corrode.

    6.  Lubricate instruments in a milk bath tray with water soluble lubricant.
 The ultrasonic cleaner removes all lubricant and thus may damage instruments. 
Do not use machine oils, mineral oil, and silicon as lubricants.  These leave
residues that stress box locks and prevent steam penetration to all surface
areas during sterilization.

    7.  Air-dry instruments thoroughly before sterilizing.

F.  RESPONSIBILITY:

    CSR Decontamination HM.
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TAB C-4

MAINTENANCE AND CLEANING OF CSR EQUIPMENT

A.  PURPOSE:  To test for proper function and defects, to prolong usefulness of
equipment and to prevent the spread of pathogens.

B.  DEFINITION:  N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Basins.

    2.  Scrub brushes.

    3.  Wipes.

    4.  Detergent, GP.

    5.  Germicidal solution.

    6.  Equipment/Materials Log.

D.  CRITERIA:

    1.  All equipment will be completely functional.

    2.  All equipment will be free of pathogens.

E.  STEPS:

    1.  All minor equipment obtained from CSR must be returned to CSR to be
tested, inspected, and cleaned.

    2.  Any defective equipment will be sent to Medical Repair by CSR.

    3.  All cleaning will be done outside the CSR Modules in TEMPER tent area.

        (a) CSR Support Module will maintain equipment not used by the Operating
Room.

        (b) The CSR Collection HM in the Operating Room Support Area will
maintain all minor equipment used by the Operating Room.

    4.  Cleaning procedures for minor equipment.

        (a) Aquamatic heating pad K-model.

            (1) Prepare germicidal solution.

            (2) Empty Pierys reservoir.

            (3) Wipe reservoir using germicidal solution.

            (4) Replace disposable pads if used.

        (b) Volumetric infusion pump.

            (1) Prepare germicidal solution.

            (2) Clean the outer casing and electrical cords using a cloth
dampened in solution.
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            (3) Do not introduce any solution into the plunger shuttle or
internal mechanisms.

            (4) Using a cotton tipped applicator, clean soiled air in line
detector.

        (c) Anatrol volumetric controller.

            (1) Prepare germicidal solution.

            (2) Wipe down machine with dampened cloth.

            (3) Check batteries.  Replace spent batteries with four, size "C"
batteries.

        (d) Portable suction machines.

            (1) Prepare germicidal solution.

            (2) Wipe down machine with dampened cloth.

            (3) Wipe all wheels.

    5.  Medical Repair will maintain and calibrate all major CSR equipment in
accordance with the Operational Maintenance Plan.

        (a) Medical Repair will record all maintenance performed.

        (b) Corrective maintenance requirements will be reported IAW Chapter 15.

F.  RESPONSIBILITY:

    1.  CSR Collection HM.
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TAB C-5

RUBBER GOODS

A.  PURPOSE:  To prepare rubber for sterilization to ensure that it will remain
patent and functional.

B.  DEFINITION:  Rubber goods are any materials made out of rubber or synthetic
material that are hollow in the center.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Distilled water.

    2.  Rubber goods.

D.  CRITERIA:

    Rubber tubing must remain patent after sterilization.

E.  STEPS:

    1.  Clean rubber goods with germicidal disinfectant, and allow to air dry.

    2.  Moisten interior surfaces of rubber tubing and bulbs with distilled
water prior to packing for sterilization.

    3.  Group components together, test for fit/completeness, disassemble, and
pre-wrap together in a single wrap of gauze, sponge, or small wrapper.

    4.  Separate rubber components from other items by wrap or gauze.

F.  RESPONSIBILITY:

    CSR Decontamination HM.
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TAB C-6

INSTRUMENT TRAY ASSEMBLY

A.  PURPOSE:  To make all the common instruments and supplies needed for a
procedure available on one tray.

B.  DEFINITION:  Instrument tray consists of surgical instruments, glassware,
linens that are sterilized together in one package.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Assembly card list of tray contents.

    2.  Metal trays.

    3.  Instruments.

    4.  Chemical indicator strips.

    5.  Linens.

    6.  Other supplies.

D.  CRITERIA:

    1.  Contents of tray match label/assembly card.

    2.  Contents are placed in sequence of use.

    3.  Maximum weight of an assembled tray is 16 pounds.

E.  STEPS:

    1.  Obtain an assembly card for the instrument tray.  See enclosure A.

    2.  Collect all instruments needed for the tray.

   (a) Inspect for cleanliness.  If unclean, return to
decontamination.

   (b) Inspect for defects.  If damaged, set aside for Medical Repair.

   (c) Inspect for proper function.

  (1) Hinged instruments - joints should work smoothly, teeth fit
together, and rachet springs function.

  (2) Cutting edge instruments - check for sharpness, chips, and
dents.

  (3) Malleable instruments - check for bends, dents.  Normally flat
and smooth.

  (4) Multi-part instruments - Assemble to ensure completeness.

   (d) Ensure that tray is complete.  Notify CSR Supply Clerk of any
instruments needed.  Missing items must be noted on the tray label.

    3.  Collect all other supplies needed on the tray.

    4.  Prepare tray.
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   (a) Use stainless steel perforated bottom trays large enough to contain
all items.

  Solid bottom trays are not recommended because steam cannot
completely penetrate all surfaces. 

   (b) Cover bottom of tray with small muslin wrapper.

        (c) Arrange articles on tray according to weight, sequence of use, and
in a manner that will permit steam to contact all surfaces.

  (1) Place heavy instruments and retractors on the bottom.

  (2) Place concave surfaces downward.

  (3) Open all hinged instruments and place on pins or stringers.

  (4) Disassemble multi-part instruments.

  (5) Pad points of sharp instruments with gauze to protect against
puncture of package.  (Must be done for plastic peel packs).

            (6) Place delicate instruments on top.

        (d) Use pre-packaged sterile scalpel blades and needles.  Do not attach
to handles or holders.

        (e) Fan fold several towels IAW assembly card and place on the tray in
positions to protect and keep the instruments in place.

        (f) Place a chemical indicator strip in the center of each tray.  Fold
strip if necessary to ensure that it is centered.

F.  RESPONSIBILITY:

    CSR Sterile Processing Tech.

    Since the Tech must be very familiar with all instruments on trays, it is
imperative that at least one tech per watch be an OR Tech.
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TRAY ASSEMBLY CARD

Format

Title of Instrument Tray
----------------------------------------------------------------

A.  Instruments:

    # Name # Name

B.  Glassware:

    # Name

C.  Linens:

    # Name

D.  Others:

    # Name

-----------------------------------------------------------------
5 X 8" Card

Enclosure A
TAB C-7

PACKAGING

A.  PURPOSE:  To properly wrap trays/linens for resterilization in a steam
autoclave.

B.  DEFINITION:  Packaging is the procedure by which wrappers are supplied
around tray items to secure the items yet permit handling without contamination.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:
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    1.  Wrappers, muslin.

    2.  Autoclave pressure sensitive tape.

    3.  Plastic dust cover roll.

    4.  Heat sealer machine.

    5.  Label gun/labels.

D.  CRITERIA:

    1.  Packaging must permit handling without contaminating sterile contents.

    2.  Linen packages may be no larger than 12"x12"x20" and weigh no more than
12 pounds.

    3.  Instrument tray packages may not exceed 16 pounds.

    4.  Once processed, items will be considered sterile for a period not to
exceed 9 months when stored in a controlled environment and wrapped in a heat
sealed plastic dust cover.

    5.  Trays or basins used to hold instruments must have holes in bottom to
prevent water condensation.  See TAB C-6.

E.  STEPS:

    1.  Double wrap sequentially all trays and linens.

   (a) Use freshly laundered linen with a 140 mesh thread count that has 3
or less patched holes per item.  Linen may only be mended by iron-on patches not
stitching.  An alternative is high grade quality disposable wrapper (i.e., 100%
polyproplene, kim guard).

   (b) Use standard envelope or square folding techniques.  All corners
(envelope styles) and sides (square style) are turned back so that an edge of
material can be picked up without contaminating contents.  This also makes
opening the package easier.  See enclosure B for techniques of folding. 

   (c) Fold linen tight enough to exclude dust and vermin but loose enough
for steam penetration.  Excessively tight packaging will increase density;
excessively loose packaging will slow sterilization.

    2.  Securely fasten package with appropriate pressure sensitive tape.

   Never use staples, paper clips, or safety pins to fasten a package.

3.  Label all packages in an easily visible location.

   (a) Use a laundry marking pencil because the markings will be removed
by laundering.

   (b) Label contents.

  (1) Handwritten label.

 - Name of tray.

 - Items included.

 - List of missing instruments/items.
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  (2) Gun label - load control number.

 - Julienne date.

 - Sterilizer number.

 - Cycle number.

 - Expiration date.

  (3) If no gun label available, place number of autoclave that
package was sterilized in, Julienne date, and load number on pressure sensitive
tape.

    4.  Limit the size and density of all packages to minimize  "wet pack"
problems.

   (a) Linen packs must not be larger than 12"x12"x20" and weigh not more
than 12 pounds.  Density must not exceed 7.2 pounds per cubic foot.

  (1) Formula to calculate density is:

 Size in inches
= Cubic feet of pack

1728

 Weight of pack in pounds
= Density of lbs per cubic foot

   Cubic feet of pack

   (b) Wrapped instrument sets must not exceed 16 pounds in weight.

    5.  Dust covers - 2-3 mil thick plastic

   (a) Place plastic outer covers over sterile wrappers to increase
protection and extend expiration date from 30 days to 9 months.

   (b) Cool and dry sterile packages before the dust cover is applied to
prevent condensation on cold surfaces, wetting the wrappers, and contaminating
the contents.

        (c) Two persons are needed to apply dust covers.

       (1) Must wear gloves, masks.

  (2) Cut enough plastic from roll to cover the package.

  (3) Place trays into folded plastic.

  (4) Place a desiccant inside the dust cover but outside the
exterior wrapper to control condensation.

  (5) Heat seal the dust cover using the heat sealer.

  (6) Clearly mark the dust cover so it will not be considered a
sterile field.

  (7) Label dust cover with a 9 month expiration date versus the 30
day date on inside wrapper.

F.  RESPONSIBILITY:
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    CSR Sterile Processing Tech.

G.  SPECIAL NOTE:

    1.  Handle any sterile wrapped package as little as possible to maintain
sterility.

    2.  Use only fresh linens in packs to prevent superheating and
deterioration.
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TAB C-8

MONITORING STEAM STERILIZERS

A.  PURPOSE:  To validate that the autoclave is operating properly, the
sterilization cycle was correctly run, and all malfunctions are detected
immediately.

B.  DEFINITION: N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Chemical indicator strips.

    2.  Biological spore capsules.

    3.  Records.

    4.  CSR Daily Log.

    5.  Autoclave Daily Record.

D.  CRITERIA:

    1.  An autoclave will be considered safe and fully operational when all
gauges are correctly calibrated, chemical indicator strips and external pressure
tape change color after processing and biological spore cultures are negative.

    2.  Any autoclave malfunction will be reported promptly to CSR Supervisor,
properly recorded and initialed.  Medical Repair Department will be notified
immediately.

E.  TYPES OF MONITORING DONE:

    1.  Mechanical.

   (a) Check gauges and readings to validate correct calibrations.

   (b) "Bowie Dick" Air Leak Test - Not required on Field Steam
Sterilizer, Model #6530-00-926-2151.  Leveling not required for operation.
(REF AR 40-19).

    2.  Chemical.

   (a) Internal indicator strip - monitors temperature, time, moisture
exposure on internal parts of package.

   (b) External autoclave tape - indicates steam exposure only.

    3.  Biological.  Validates that microbials, spores have been killed.

   Use liquid self-contained capsules for routine cycle steam sterilizer
(contains Bacillus Stearothermophillus).

F.  STEPS:

    1.  Mechanical monitoring.

   (a) Verify entries in logs/records.

   (b) Check each Sterilizer Maintenance Record for pressure and
temperature gauge calibration checks.
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   (c) Check Autoclave Daily Record.

  (1) Records are dated and changed daily.

  (2) Entries are made for each Autoclave load run (initials,
temperature, pressure readings).

   (d) Check CSR Daily Log.

  Abnormal findings are recorded, initialed, and time noted when CSR
Supervisor and Medical Repair Department were notified.

    2.  Chemical monitoring.

   (a) Internal chemical indicator strips.

  (1) If autoclave was secured, must run an empty load to heat up
machine.

  (2) Run a test pack in the second Autoclave load on the A.M.
watch.  Only done if autoclave secured or an abnormal indicator was found.

  (3) Test pack requires:

 a  1 Chemical steam indicator strip.

 b  1 Metal tray.

 c  40 4x8 gauge.

 d  1 Muslin eye sheet.

 e  2 24x24 muslin drapes.

 f  2 140 mesh muslin wrappers (double thickness).

  (4) Prepare the test pack.

 a  Initial the indicator strip with pencil.

 b  Place strip in middle of test pack.

 c  Place test pack on edge in bottom/front of the sterilizer.

  (5) Remove indicator strip from pack after autoclaving and
interpret.

 Standards for interpretation.

 Normal - color changes.

 Abnormal - no color changes.

  (6) Place chemical indicator strip on Autoclave Daily Record.

  (7) Refer to Section F if interpretation is abnormal.

   (b) External steam autoclave pressure sensitive tape.

  (1) Ensure that each pack has proper tape and label indicating
name of item, inventory list, load control number (Julienne date, sterilizer
number, cycle number), and expiration date.
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  (2) Interpret the tape color.

 Normal - color changes (lines darken).

 Abnormal - no color change.

  (3) If reading is abnormal, repeat the autoclave cycle.  If still
abnormal, the autoclave is malfunctioning.  Refer to Section F - General Actions
a-d for further action.

    3.  Biological monitoring - spore capsules.

   (a) Run a test pack in the first autoclave load on the Monday A.M.
watch.  Runs may be done more frequently.

   (b) Test pack requires:

  (1) 2 Biological spore indicators.

  (2) 1 Internal chemical indicator strip.

  (3) 2 Wrap around muslin surgical gowns.

  (4) 12 Towels.

  (5) 1 Drape.

  (6) 1 Metal tray.

  (7) 2 140 thread count muslin wrappers (double thickness).

   (c) Prepare the test pack.

  (1) Place biological capsules in middle of pack.

  (2) Initial the chemical indicator strip and place it on a towel
above or below the biological indicator capsule.

  (3) Place test pack on edge in the bottom, front of the
sterilizer.

   (d) Autoclave the test pack and remove the capsules.

  (1) Incubate capsules in accordance with manufacture's
instructions.

  (2) Preliminary results will be available in 24 hours for liquid
capsules and final results in 72 hours.  For dry capsules results will be
available in 7 days .

   (e) Interpret test results after incubation period.

  (1) Normal (negative for spores) = no color change.

  (2) Abnormal (positive for spores) = color change.

   (f) After 72 hours, record test results on the Autoclave Daily
Sterilization Record.

   (g) Refer to Section F if results are abnormal.

G.  ABNORMAL TEST PROCEDURES:
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    1.  General.

   (a) Immediately notify CSR supervisor of any malfunction or abnormal
test result.  In the CSR Daily Log, record time Supervisor was notified and
initial entry.

   (b) Record the abnormal finding in Sterilization Log, CSR Daily Log and
Autoclave Daily Sterilization Record.

   (c) Secure the suspect autoclave.

  Place tape across door to alert personnel of malfunction.

   (d) Notify Medical Repair Division via CSR Supply Clerk.

    2.  Specific actions.

   (a) Abnormal chemical indicator readings in test pack run on first
autoclave load.

  (1) Place strip in Autoclave Daily Sterilizer Record.  Record
abnormal result there and in Sterilizer Log.

  (2) Repeat the test.

      (a) Reassemble a test pack using fresh linen and a new
indicator strip.

  (3) Check chemical indicator strip after sterilization cycle is
completed.  If still abnormal, follow General Actions a-d.

  (4) Reprocess any other packs run in the same autoclave load.

   (b) Abnormal chemical indicator readings in sterile packages.

  (1) The sterile pack opener must always inspect the chemical
indicator strip to verify it has changed color.

  (2) If strip is abnormal, it must be returned to CSR along with
all package contents.

  (3) The CSR Sterile Processing HM must notify the CSR Supervisor
and locate, in the Sterilization Log under the load control number, other
packages prepared in the same load.

  (4) Recall other packages processed in that load.

  (5) Examine the chemical indicators and if abnormal, follow
general action steps b-d.

  (6) If other chemical indicators have changed color, autoclave may
be certified to be functioning properly.

   (c) Abnormal biological spore test.

  (1) Incubate AMSCO/ATTEST biological spore capsule in CSR rather
than lab if possible.  Takes 48 hours for final results.

 a  Log all culture reports in CSR Sterilization Log, CSR
Daily Log, and on appropriate Autoclave Daily Sterilization Record.

  (2) Whenever an abnormal test is reported, complete the following:
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 a  Repeat spore testing in suspect autoclave.

 b  Place test pack inside with additional capsules placed
throughout autoclave.

 c  Deliver all capsules to laboratory for incubation.

 d  Secure the autoclave until negative spore culture report
is received.

 e  Follow general action steps a-d.

 f  Initiate the recall procedure for sterilized items IAW the
SOP on "Recall of Sterile Items," TAB C-11.

H.  RESPONSIBILITY:

    CSR Sterile Processing Technician.
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TAB C-9

LOADING OF STEAM AUTOCLAVE

A.  PURPOSE:  To load packages properly to allow full steam penetration.

B.  DEFINITION: N/A.

C.  EQUIPMENT, SUPPLIES AND FORMS REQUIRED:

    1.  Steam autoclave.

    2.  Packages for sterilization.

D.  CRITERIA:

    1.  Field autoclave internal chamber is 16" in diameter, 36" long, has 4
shelf levels, the top three shelves adjustable.

   (a) Normal load = 2 major trays if inserted flat or more small items if
tilted.

    2.  Items must be placed on shelves at 45 degree angle or flat with spacing
between packs to allow for steam penetration.

    3.  Place packages so that they will not drain on top of other packages.

E.  STEPS:

    1.  Load metal items, basins, trays in bottom of autoclave to prevent them
from dripping on other packages.

   (a) Instrument sets in mesh bottom trays must be placed flat.

   (b) Instrument sets on solid bottom trays must be tilted on edge.

    2.  Single instruments packaged in plastic-paper pouches must be placed on
edge, upright, or plastic side facing down.

    3.  Tilt jars and other non-porous containers at a 45 degree angle.

    4.  Small items may be crisscrossed.

    5.  Place linen packages on top shelf to prevent other packs from dripping
onto them.

F.  RESPONSIBILITY:

    CSR Sterile Processing Tech.

G.  SPECIAL CONSIDERATIONS:

    Place test packs on front of bottom shelf in sterilizer.
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TAB C-10

COLD CHEMICAL STERILIZATION/HIGH LEVEL DISINFECTION

A.  PURPOSE:  Cold sterilization is performed on items that cannot be steam
autoclaved.  Examples include face masks, resuscitation bags, anesthesia
equipment, and tubes.

B.  DEFINITION: N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Five gallon bucket with removable draining basket.

    2.  Glutaraldehyde 2%.

    3.  Gloves.

D.  CRITERIA:

    Items are free from pathogens.

E.  STEPS:

    1.  Prepare germicidal soaking solution.

    2.  Disassemble all parts, wash and rinse thoroughly.

    3.  Rough dry equipment.

    4.  Immerse equipment in basket and soak at least 3 hours with optimum of 10
hours.  For high level disinfection, follow manufacturer's guidelines.

    5.  Rinse equipment using copious quantities of sterile water.

    6.  Allow to air dry.

F.  RESPONSIBILITY:

    CSR Decontamination HM.

G.  PRECAUTIONS:

    1.  Avoid eye contact.

   (a) In case of contact, flush with water immediately.

   (b) Notify CSR supervisor and seek medical attention.

    2.  Avoid skin contact -- skin irritation though infrequent can occur.

   (a) Wear gloves to minimize contact.

   (b) Rinse affected area thoroughly with water.

    3.  Potential hazard of toxic vapors from glutaraldehyde in small enclosed
areas.



40

TAB C-11

RECALL OF STERILE ITEMS

A.  PURPOSE:  To ensure that all stored sterile items may be safely used.

B.  DEFINITIONS: N/A.

C.  CRITERIA:

    1.  Packs placed in a heat sealed dust cover immediately after cooling have
a shelf life of 6 months.

    2.  All packs wrapped in muslin wrappers, overwrapped with paper, have a
shelf life of 3 months.

    3.  All packs will be recalled when a positive spore report on any
sterilizer is received from the laboratory.

D.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Memorandum form.

    2.  CSR Sterilizer Log.

E.  STEPS:

    1.  Expired sterile supplies.

   (a) Verify expiration date on label on any sterile item prior to use. 
If expired, return to CSR for reprocessing.

   (b) Inspect storage areas weekly for expired packs.

   (c) Rotate sterile items on shelves to ensure that items sterilized
first are used first.  Sterile items are stocked to the left and pulled from the
right.

    2.  Recalled sterile supplies.

   (a) A recall is necessary whenever an abnormal spore culture report is
received.

   (b) Recall is initiated by the CSR Supervisor by memorandum to the
Operating Room and/or other hospital areas to which the suspect items have been
issued.  Suspect items can be identified by entries in the CSR Sterilizer
Log/Autoclave Daily Record Sheets.

   (c) To recall suspect packs, first obtain the load control number,
initiate autoclave daily record sheet, then pull all packs labelled with that
control number.

   (d) Recalled items must be returned to CSR, logged in the CSR
Sterilizer Log, and reprocessed.

   (e) If any of the recalled items have been used, the CSR Supervisor
must notify the Infection Control Nurse.

   (f) The CSR Supervisor must submit a follow-up report that reflects
final disposition of all suspect items.  If any suspect items were used prior to
recall, a list of patients and their attending physicians must be included.
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    3.  Reprocessing of Sterile Items

(a) Disassemble all trays.

(b) Replace all linens with fresh linens.

(c) Replace internal chemical indicator strips.

(d) Repackage.

(e) Label with a new label.

        (f) Sterilize and prepare for sterile storage.

F.  RESPONSIBILITY:

    1.  Operating Room: CSR Collection HM.

    2.  Other hospital areas: Senior Corpsman or designated representative for
area.
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TAB C-12

RECALL OF PRODUCTS

A.  PURPOSE:  To use only equipment and supplies that are considered safe.

B.  DEFINITION: N/A.

C.  CRITERIA:  Defective equipment and supplies will be recalled within 24 hours
of receiving notification of recall.

D.  SOURCES OF INFORMATION:

    1.  Navy message.

    2.  Monthly publication of the Navy Medical and Dental Material Bulletin.

E.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  CSR Equipment/Materials Log.

    2.  CSR Daily Log Book.

F.  STEPS:

    1.  Medical Supply Department.

   Report all recalls by message traffic to the CSR Supervisor.  (The memo
lists all defective items by name, stock number, and lot number with expiration
date if applicable.)

    2.  CSR Supply Clerk.

   (a) Checks all items on memorandum message against CSR equipment and
supply lists to determine location of items recalled.

   (b) Collects all items on list from Operating Room support space
shelves and CSR Modules.

   (c) Distributes list to Collection HM in CSR Support Module to recall
any items loaned to other hospital areas.

   (d) Logs all recalled items in CSR Equipment/Materials Log.

  (1) Records date returned to Medical Supply and initials the log.

   (e) Labels all items returned to Medical Supply.

   (f) Delivers all recalled items to Medical Supply Department.

    3.  Collection HM in CSR Support Module.

   (a) Locates recalled item through CSR Daily Log Book.

   (b) Notifies using area of recall and requests that item be returned to
CSR.

   (c) Accumulates recalled items and delivers to CSR Supply Clerk.

    4.  Duties of CSR Supervisor.
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   (a) Notifies Infection Control Nurse of recall.

   (b) Sends written report to Medical Supply listing final disposition of
each item on recall memorandum.

G.  RESPONSIBILITY:

    CSR Supervisor.
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TAB C-13

PROCEDURE FOR PICK-UP AND DELIVERY OF HOSPITAL LAUNDRY

A.  PURPOSE:  It will be logistically impossible to pick up and deliver laundry
at each individual ward and CSR.  Therefore, this procedure establishes central
collection points and the methodology for preparing laundry for turn-in.

B.  DEFINITIONS: N/A.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Canvas laundry bags.

    2.  Request for clean linen/laundry.

D.  CRITERIA:  N/A.

E.  STEPS:

    1.  Designated Laundry Petty Officer will:

   (a) Set up laundry bags, tagging one for bed linen, one for clothing
(including patient clothing), and one for contaminated laundry.

   (b) Daily at 0800, take the soiled laundry to the nearest Clinical Work
Space along with a request for the next day's linen/laundry supply.

   (c) Distribute cleaned patient clothing.

    2.  Linen Control Clerks.

   (a) Pick-up and receipt for hospital laundry at each Clinical Work
Space.

   (b) Collect Requests For Clean Linen/Laundry.

   (c) Fill requests submitted the previous day and return cleaned patient
clothing.
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TAB C-14

PROCEDURE FOR HANDLING AND LAUNDERING CONTAMINATED LINENS

A.  PURPOSE:  The Combat Zone Fleet Hospital will generate a significant amount
of contaminated linen within the operating rooms and treatment wards.  These
items will require special handling and laundering to prevent the spread of
infection.

B.  DEFINITION:  Contaminated laundry is defined as those items requiring
special disinfection and laundering to preclude the spread of infection.

C.  EQUIPMENT, SUPPLIES, AND FORMS REQUIRED:

    1.  Chlorine bleach solution.

    2.  Latex gloves.

D.  CRITERIA:  N/A.

E.  STEPS:

    1.  Hospital ward personnel will bag contaminated laundry separate from
regular laundry.  Gloves are to be worn when handling contaminated laundry.

    2.  Contaminated laundry will be receipted by the Linen Control Clerks and
delivered to the laundry.

    3.  At the Laundry all contaminated laundry will be segregated from that
requiring only routine processing.

    4.  Based on the next day's requirements and current inventory the
contaminated laundry will be assigned a processing priority.

    5.  The contaminated laundry will be processed as follows:

   (a) Presoak the contaminated laundry for 60 minutes in a chlorine
solution of 50 ppm.

   (b) Wash the linen in hot water using a normal cycle.

    6.  Once laundered these items will be placed in inventory for re-issue.

F.  RESPONSIBILITY:

    The Head, Environmental Health Department is responsible for routinely
monitoring the handling and laundering of contaminated items to preclude the
spread of infections.

    CAUTION: Extreme care must be taken to avoid contact with the
contaminated laundry to prevent the spread of infection to laundry and other
hospital personnel.
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TAB D

CLINICAL POLICIES/GUIDELINES INDEX

NUMBER TITLE PAGE

D-1 INFECTIOUS DISEASE POLICIES 60

D-2 INFECTION CONTROL POLICIES 62

D-3 ISOLATION POLICIES 63

D-4 INTRAVASCULAR ACCESS THERAPY 66
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TAB D-1

INFECTIOUS DISEASE POLICIES

A.  GENERAL:

    1.  Infectious Disease as a specialty will be available in a consultative
role in the theater.  This provision will be serviced specific function.

    2.  The Infectious Disease specialist will provide consultation and liaison
with preventive medicine personnel at all echelons within the theater of
operations.

    3.  In general, a medical specialist will be responsible for follow-up care
on all patients with infectious disease problems that have been consulted on by
an Infectious Disease specialist.

    4.  The theater surgeon will develop and publish a fever evacuation policy
based on the threat of the area, the tactical situation, time of year, and
overall preventive medicine aspects of the force. 

    5.  Patients with sustained fever of greater than 103OF (39.1O C), (without
an obvious infectious disease process, such as, tonsillitis) on two separate
occasions which is cyclic in nature and where malarial diseases are endemic,
will be assumed to have a serious febrile illness, and will be evacuated to
echelon 3.

    6.  There will be an attempt to identify specific tiological agents within
the limits of theater resources.

B.  ANTIBIOTIC POLICIES:

    1.  Antibiotic use.  The Defense Medical Standardization Board (DMSB) will
publish, at appropriate intervals, a list of patient conditions in which
antibiotics should or should not be used.  Generally, all open trauma cases will
receive antibiotic therapy and closed injuries will not.  The preferred route of
administration will be parenteral in all cases of major
open injuries.

    2.  Specific antibiotic schedules.  A quad-service panel of consultants will
review and publish annually a schedule of antibiotics to be used in the defined
patient conditions.  The panel will consider military scenarios, antibiotics in
the current supply system, causative agent risk, and list choices by rank.  The
panel will also make recommendations to the
Defense Medical Standardization Board (DMSB) in the introduction of new
antibiotics (and deletion of old) in DEPMEDS.

    3.  In the management of the conditions defined, the decisions of the DMSB
and panel will be mandatory unless an individual circumstance of the patient
contraindicates this management.

    4.  Publication.  Each service will develop its own procedures for
disseminating and implementing the current antibiotic policy.
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TAB D-2

INFECTION CONTROL POLICIES

A.  Aseptic techniques (with each hand gloved) will be maintained when the
patient's condition requires an invasive procedure (i.e., operator procedure,
dressing change, ET/Tracheostomy care).

B.  Handwashing is essential before and after each patient contact.  This should
be accomplished with running water and an antimicrobial soap.  An alcohol-based
cleanser is acceptable in the absence of soap and water.
 
C.  Disease specific isolation procedures will be accomplished as best as
possible within the theater of operations.  The rationale for utilizing disease-
specific precautions rather than an alternative isolation system (category-
specific) is conservation of supplies and reduction of expenses.  See Table I.

D.  Intravascular Access therapy will follow in Table II, remember also to:

    1.  Change all IV fluid containers every 24 hours.

    2.  Handle all intravascular devices with aseptic techniques.

    3.  Change, at the earliest opportunity, all IVs started under dirty
conditions.  It will be assumed that all patient IVs initiated at echelon 2 will
have been performed under aseptic conditions.

E.  All open fluid containers will be changed and/or discarded after 24 hours
(IV, irrigation, respiratory therapy).

F.  All laboratory specimens, blood and body fluids, obtained on patients with
potential infectious diseases, are to be considered infectious.

G.  Linen and trash must be removed from patient care areas at a minimum of
every 12 hours.

H.  Reusable equipment will be cleaned and disinfected between each patient. 
Disposable equipment will not be reused.

I.  The isolation standards for infectious diseases will be according to the
Center Disease Control (CDC) guidelines, in so far as possible.  For further
guidance and elaborated details, consult "Communicable Diseases in Man" (editor,
Abram S. Benanson, Fourteenth edition, 1985).

TAB D-3

ISOLATION POLICIES

 
A.    The following diseases would require as much isolation as possible. 
However, the preferred method of isolation would include private room, gowns,
gloves, and masks:

Disease  Length

1.  Chicken Pox Until lesions are crusted 7-10 days/persons
not susceptible, need not wear a mask

2.  Diphtheria Two negative cultures after cessation of
antibiotics

3.  Echovirus Disease Seven days after onset.
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4.  Epiglottitis due to Twenty-four hours after  initiation of
 H. Influenza effective therapy.

5.  Erythema Infectiosum Seven days after onset.

6.  German Measles, Rubiola Seven days after onset of rash.

7.  Hemorrhagic Fevers Duration of illness.

8.  Herpes Zost Until lesions crusted, people not
susceptible, need not wear a mask.

9.  Lassa Fever Duration of illness.

10.  Marburg Virus Disease Duration of illness.

11.  Hemophilus Influenza Twenty-four hours after
   Menigitis initiation of effective therapy.

12.  Neisseria Meningitis Twenty-four hours after initiation of
effective therapy.

13.  Meningococcal Pneumonia Twenty-four hours after initiation of
effective therapy.

14.  Meningococcemia Twenty-four hours after initiation of
effective therapy.

15.  Multiply Resistant Until cultures are negative. 
    Organism Infection or Colonization GI tract,

respiratory and skin

16.  Mumps Nine days after onset of swelling.

17.  Pertussis Seven days after initiation of effective
therapy.

18.  Plague, Pneumonia Three days after initiation of effective
therapy.

19.  Pneumonia, Staph Aureus Twenty-four to forty-eight hours
Steptococcus, Group A after initiation of
effective therapy.

20.  Rabies Duration of illness.

21.  Ritton Disease Duration of illness.
    (Staphylococcal scalded = kin syndrome

22.  Smallpox Duration of illness.

23.  Tuberculosis Two-to-three weeks after chemotherapy.

B.  For patients with draining wounds or lesions, with diarrheal
diseases/conditions, gloves should be worn by hospital personnel. When splashing
or soiling is likely, gowns should be worn.

C.  For the following diseases, gloves should be worn when in contact with
blood/body fluids: 

    1.  Hepatitis-B, Non-A, Non-B.
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    2.  HIV disease.

    3.  Rat bite fever (Spirillium minus disease).

    4.  Relapsing fever.

    5.  Jakab - Creutzfeldt disease.

    6.  Leptospirosis.

    7.  Colorado Tick Fever.

    8.  Arthropod borne viral fevers (Dengue, Yellow Fever).

    9.  All forms of clamydial infections.

    10.  Mucocutaneous (Herpes, Simplex).

    11.  Malaria.
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TAB D-4

INTRAVASCULAR ACCESS THERAPY

Documentation
Duration of Dressing Tubing of Appearance
Site/Needle              Change    Change                               of Site
                                                                              
Central Not more than

6 days         72 Hrs    72 Hrs      24 Hrs
Peripheral,
Intravenous    72 Hrs         72 Hrs    72 Hrs      24 Hrs

Piggyback Meds 24 Hrs         N/A       24 Hrs      N/A
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TAB E
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TAB E-1

CSR EVALUATIVE STANDARDS

1.  All items to be sterilized will be inspected to insure that they are clean
and free of pathogens prior to packaging.

2.  Items for sterilization shall be prepared in a clean environment (inside ISO
container).

3.  Only fresh laundered linens will be used.

4.  Surgical linen packs shall not exceed 12 lbs. or dimensions of 12"x12"x20".

5.  Assembled instrument trays shall not exceed 16 lbs.

6.  All items sterilized in CSR will be inventoried, properly identified, and
labeled.

7.  All sterilized items packaged to exceed 28 calendar days will be in heat
sealed plastic dust covers for extensive storage.

8.  All items stored on wire carts shall be placed 10" above the floor, 18" from
the ceiling and 2" from the TEMPER tent wall.

9.  All gauges (pressure and temperature) on the autoclaves will be calibrated
every 6 months.

10.  The sterilizers shall be monitored weekly with a biological control system.

11.  Items received sterile from the manufacturer are considered sterile as long
as the package is not damaged, punctured, or soiled in any way.  If the date has
expired date, or any of the aforementioned indications are evident, an item
should be considered unsterile.

    Upon notice of product recall, all suspect supplies will be immediately
removed from CSR stock, and from areas supplied by CSR.  After all items are
retrieved, they will be returned to medical supply or destroyed, according to
instructions.
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TAB E-2

POTENTIAL ERRORS IN OPERATING STEAM AUTOCLAVES

1.  Failure to observe and understand procedures of sterilization
equipment.

2.  Lack of basic knowledge concerning principles of operation and care of the
sterilizer.

3.  Assembling and wrapping supplies without regard for steam permeability.

4.  Careless sterilizer loading.

5.  Improper exposure periods.

6.  Incorrect sequence of operation in the sterilization cycle.

7.  Short cutting.

8.  Attempting to sterilize materials which are impervious to steam.
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TAB E-3

WORKING UNIFORM FOR THE CSR DEPARTMENT PERSONNEL

1.  All personnel on duty in CSR Modules will wear operating room apparel to
include:

    a.  Scrub pants and top.

    b.  Cap or hood.

    c.  Shoe covers.

    d.  Mask (for special processing including application of dust covers).

2.  The prescribed uniform of the day will be worn at all other times.

3.  The Operating Room apparel is located on linen cart in OR Prep and Hold
Area.

4.  The dressing rooms for changing are located in OR Prep and Hold Area.
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TAB E-4

ORIENTATION PROGRAM FOR CSR

A.  TERMINAL OBJECTIVE:  Each person will demonstrate knowledge and skills
necessary to work independently in Central Sterile Reprocessing.  The knowledge
and skill level required will be dependent upon billet assigned to Central
Sterile Reprocessing Area.

B.  ENABLING OBJECTIVES:

    1.  Will have completed a two week training course at the Fleet Hospital
Training Activity (FHTA), Camp Pendleton, CA.  As part of the course, experience
will be provided within Central Sterile Reprocessing.

    2.  Demonstrate a working knowledge of the physical layout of the Surgical
Suite area, including CSR Module.

    3.  Demonstrate familiarity with the Central Sterile Reprocessing Standard
Operating Procedure Manual for the Fleet Hospital.

    4.  Demonstrate knowledge and skill in performing the following.

C.  SKILLS:

    1.  Record keeping in Central Sterile Reprocessing.

   (a) CSR Sterilizer Log.

(b) Custody Cards/Inventory Lists.

(c) Autoclave Daily Record.

(d) Sterilizer Check-off Sheet.

(e) CSR Maintenance Log.

(f) Instrument Tray Assembly Card Lists.

(g) Linen Request Form.

    2.  Location of equipment and supplies.

(a) Steam sterilizers.

(b) Equipment in each CSR Module.

(c) Assembly cards for instrument trays.

(d) Instrument trays.

(e) Instruments.

(f) Linens.

(g) Supplies in OR Support Space.

(h) Labels, heat sensitive tapes.

    3.  Clean and wrap instruments for sterilizing.

    4.  Operate an ultrasonic cleaner.
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    5.  Operate a field sterilzer.
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TAB E-5

CSR CLEANING SCHEDULE

A.  PURPOSE: To keep the environment as clean as possible.

B.  EQUIPMENT, SUPPLIES AND FORMS REQUIRED:

1.  4 Scrub basins/buckets.

2.  Gloves.

3.  Wet vacuum.

4.  Sponge mop.

5.  Wipes.

6.  Detergent, GP.

7.  Germicidal solution.

8.  Isopropyl alcohol 70%.

9.  CSR Daily Log.

C.  CRITERIA:

1.  Counter tops in modules are wiped each watch.

2.  Trash and soiled linen are removed each watch.

3.  Shelves are dusted daily.

4.  Decks are wet-vacuumed daily.

5.  Autoclave interior chambers are cleaned daily.

6.  ISO-container bulkheads and overheads are cleaned weekly.

D.  STEPS:

    1.  Daily cleaning schedule for CSR:

   (a) At the start of each watch, wipe down all work tables in CSR
Modules with isopropyl alcohol 70%.

   (b) Remove soiled linen and trash receptacles as filled and at the end
of each watch.

   (c) Dust all shelves during each night watch.

   (d) Wash and wet-vac deck in CSR Modules during each night watch.

    2.  Weekly cleaning for CSR.

   (a) Wash down ISO-container bulkheads and overheads with germicidal
detergent.

   (b) Damp-dust all storage shelving in Operating Room support space.

   (c) Wash decks with wet-vac using germicidal detergent.
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   (d) Change vent covers to ISO containers.

    3.  Daily cleaning of autoclaves. (Night Watch cleaning procedures).

   Night watch cleaning procedure.

   (a) Secure steam to autoclaves.

   (b) Open door wide to allow cooling.

   (c) Mix a solution of calgonite/or other detergent in a large basin. 
Follow dilution directions on box.

   (d) Scrub all surfaces of interior chamber with a hand brush soaked in
solution.

   (e) Rinse all surfaces thoroughly using clean water and a clean brush.

   (f) Return all cleaning materials to decontamination area for cleaning
and reprocessing.

    4.  Weekly cleaning of autoclaves.

   (a) Remove chamber drain strainer.  Clean out lime and sediment and
reverse flush under water.

   (b) Pour full strength germicidal solution into drain.  Wait 5 minutes
and follow with hot tap water.

   (c) Replace strainer in drain.

   (d) Scrape salt (mineral deposits) from jacket interior using scraping
device provided with unit.

   (e) Wash exterior with detergent and water.

    5.  Log cleaning in the CSR Daily Log.
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TAB E-6.1

CSR SUPERVISOR JOB DESCRIPTION

    The Supervisor is responsible and accountable for the management of all
functions and services performed by the Central Sterile Reprocessing Department.
 The Supervisor must direct, assist, orient, and instruct staff in principles,
procedures, and safety precautions employed in Central Sterile Reprocessing.

SPECIFICALLY THE SUPERVISOR WILL:

1.  Supervise, schedule, and coordinate activities of departmental personnel.

2.  Direct orientation and training of personnel assigned to the Central Sterile
Reprocessing.

3.  Define and evaluate flow patterns for processing sterile supplies and
equipment.

4.  Assure that aseptic principles are followed when preparing and handling
sterile supplies.

    a.  Maintain CSR Quality Assurance records.

    b.  Identify errors in processing sterile supplies and provide additional
instruction and procedural changes as needed.

5. Report any abnormal autoclave findings and equipment malfunctions to
Infection Control Nurse and Medical Repairs and make arrangements for their
repair.

    a.  Prepare and distribute a recall memorandum listing all items sterilized
in a malfunctioning autoclave.

    b.  Make a final disposition report of all suspect items and actions taken
to correct the malfunction.

6.  Make recommendations for improvement, replacement or purchase of products.

7.  Interpret and administer hospital policies and procedures applicable to
Central Sterile Reprocessing.

8.  Ensure compliance with administrative and managerial procedures contained in
hospital instructions.

9.  Develop and prepare reports in final form.

QUALIFICATIONS:

OR Nurse, NOBC 0983, Subspecialty Code 1950.
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TAB E-6.2

CSR SENIOR CORPSMAN JOB DESCRIPTION

1.  Muster personnel.  Keep all personnel informed of current activities and/or
changes.

2.  Make daily personnel assignments and set the work pace.

3.  Supervise performance of subordinants, including that of professional and
military nature.

4.  Ensure that all tasks are properly completed and safety standards are met.

5.  Maintain high standards of personal hygiene and conduct.

6.  Maintain clean spaces.

7.  Check and maintain daily availability of equipment and supplies and submit
order requests to CSR Supply Clerk.

8.  Ensure that all logs and daily record sheets have been completed correctly.

9.  Ensure biological spore tests are recorded weekly.

10.  Prepare and submit watch bills monthly.

11.  Report to and obtain assistance from the CSR supervisor as needed.

12.  Pass word to oncoming watch.

13.  Perform other duties as assigned.

QUALIFICATIONS:

1.  OR Technician, Designator 8483.

2.  Previous experience with sterile reprocessing.
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TAB E-6.3

CSR SUPPLY CLERK JOB DESCRIPTION

1.  Order routine CSR supplies on a daily basis.

2.  Match receipts with requisitions and correct discrepancies.

3.  Notify CSR supervisor of item shortages.  Obtain back order status from
medical supply chief.

4.  Inspect for outdated supplies in Operating Room support space.

5.  Rotate stock to ensure utilization of all supplies.

6.  Coordinate all maintenance and repair activities with Medical Repair and
Public Works.

7.  Maintain CSR Logs.

    a.  Supply Inventories Log.

    b.  CSR Equipment/Materials Log.

8.  Perform other duties as assigned.

9.  Pass word to oncoming watch.

QUALIFICATIONS:

Completed Class "A" School (Storekeeper school).
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TAB E-6.4

CSR COLLECTION CORPSMAN JOB DESCRIPTION

1.  Assignments in Operating Room Support Area.

    a.  Collect all contaminated items from OR modules and take to CSR Modules
for reprocessing.

        (1) Make rounds at beginning of watch and every 2 hours thereafter.

    b.  Place sterile supplies from CSR Modules on storage carts in operating
room support space for Operating Room use.

    c.  Inspect storage carts for outdated sterile supplies.

    d.  Wash/dust storage shelves weekly.

2.  Assignments in CSR Support Area Module.

    a.  Receive all contaminated items from using departments.

    b.  Inventory items on instrument tray against custody card with person
returning the tray.

    c.  Clean the work space in CSR Support Module at the beginning of each
watch.

3.  General assignments.

    a.  Separate contaminated items (linens, trash, needles, sharp instruments)
for processing in CSR Modules.

    b.  Deliver defective equipment to Medical Repair via CSR Supply clerk desk
where Equipment/Materials Log is maintained.

  (1) Make rounds to medical repair twice on A.M. watch and once on night
watch, as needed.

    c.  Pass word to oncoming watch.

QUALIFICATIONS:

Completed Class "A" School (Hospital Corpsman School).
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TAB E-6.5

CSR DECONTAMINATION CORPSMAN JOB DESCRIPTION

1.  Receive all reusable items needing cleaning, decontamination prior to
resterilization.

2.  Prepare germicidal solution for disinfecting according to the
directions on the container/box.

3.  Clean contaminated items in CSR Modules as outlined in the tasks C-4.  The
steps will include: sorting, soaking, washing, rinsing, and drying.

4.  Operate the ultrasonic cleaner for small, delicate instruments IAW the SOP
"Ultrasonic Cleaner", TAB C-3.

5.  Inspect all items and place defective items on wire cart labelled for
Medical Repair.

6.  Pass word to oncoming watch.

QUALIFICATIONS:

Completed Class "A" School (Hospital Corpsman School).
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TAB E-6.6

CSR STERILE PROCESSING TECHNICIAN JOB DESCRIPTION

1.  Clean workspace in CSR Module at beginning of watch.

2.  Check inventory of supplies needed for processing sterile items and notify
CSR Supply clerk about items needed.

3.  Identify all instruments needed on instrument trays referring to assembly
cards.

4.  Limit sterilization to instruments/equipment/linens suitable for steam
autoclaving.  (Exclude disposable items, wood products, adhesive, blood or
silicone).

5.  Prepare and sterilize all cleaned/decontaminated gear throughout the watch.
 Follow the tasks for sterile processing, E-3 using the following procedures:

    TAB C-6 Assembly of Instrument Tray.

    TAB C-7 Packaging.

    TAB C-8 Monitoring Stem Sterilizers.

    TAB C-9 Loading a Steam Autoclave.

6.  Place heat-sealed dust covers on select processed sterile packages.

7.  Notify CSR Supervisor and CSR Supply Clerk of any autoclave malfunction.

8.  Maintain Sterilizer Logs and Autoclave Daily Record.

    a.  Record all readings for each sterilizer load.

    b.  Record abnormal findings and time CSR Supervisor was notified.

    c.  Record all cleaning done.

9.  Pass word to oncoming watch.

QUALIFICATIONS:

Completed Class "A" School (Hospital Corpsman School).
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TAB F

REFERENCES INDEX

Number Title

F-1 Centralized Material Service/Section; Field Manual

F-2 Sterilizing Medical, Surgical, Dental, and Veterinary Material
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TAB G

FORMS INDEX

Number Form Number Form Title Page

G-1    FLTHOSP Sterilizer Check-off Sheet  85

G-2    FLTHOSP Attest Biological Monitoring System

G-3 Evaluation Flow Chart

G-4    DD 599 Patient's Effect Storage Tag

G-5    NAVMED 6010/8 Patient's Valuables Envelope
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TAB G-1

STERILIZER CHECK-OFF SHEET
Date _____________

Sterilizer Number: ______________________

Load Number Sticker:

A.  Precondition Phase. (Check when completed)

__________ Proper labels are on packages.

__________ Packages are loaded on autoclave shelves.

__________ Jacket chamber filled with water to 1/4 mark on gauge.

__________ Autoclave preheated for 10-15 minutes.

__________ Autoclave door secured.

__________ Desired temperature setting is reached.

__________ Desired chamber pressure is reached.

B.  Sterilization Phase: (Record information)

Temperature setting reading __________ degrees F

Chamber pressure reading __________ p.s.i.

Time load started ____________________.

Exposure time length _______________ minutes.

Time cycle completed, door cracked open _______________.

C.  Cool Down - Dry Phase:

Time door opened _______________.

Time shelves pull out partway _______________.

Time packages placed on shelves to dry _______________.

Dry time _______________ minutes.

Sterile Processing Technician Name

______________________________________

Sterile Processing Technician Signature

_________________________________

Watch Supervisor _____________________________________


